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INTRADERMAL
 Allergy Extract Preparation

4.5  mL
ABS1

4.5  mL
ABS1

1:10 v/v 
of concentrate

1:100 v/v 
of concentrate

not for testing
discard after mixing 

TESTING vial

FOR TESTING

Concentrate
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  Mix vials by drawing syringe back and expelling solution a few times.

  A lower starting dose and/or weaker dilutions may be necessary for highly sensitive patients with a clinical 
history of sensitivity, or for those who display severe symptoms. Refer to product insert. 

  Use for allergy intradermal testing only.

ITEM NO. DESCRIPTION

Concentrate

80000000251 1.0 mL Mixing syringe

Diluent

7622ZA 4.5 mL/20 mm ABS

7798ZA 4.5 mL/20 mm NSP

1ABS is preferred diluent; NSP may be substituted

Using 1.0 mL mixing syringe, 
add 0.5 mL concentrate to 

4.5 mL ABS1

Using 1.0 mL mixing syringe, add 0.5 mL 
of 1:10 v/v concentrate to 4.5 mL ABS1
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